Misinterpretation of electrocardiogram as a result of cable malfunction.
A case of a 65-year-old man with known coronary artery disease who presented to the hospital with chest tightness was reported. Electrocardiogram (ECG) changes and positive cardiac enzymes prompted catheterization, which revealed diffuse coronary artery disease. A repeated ECG done as a follow-up the next morning showed significant changes, which first raised the concern of a deterioration in the patient's condition and maybe a need for further intervention. Looking carefully at the ECG, an identical pattern of leads V 2 to V 6 was noted. After a thorough investigation, a cable malfunction was found to be the source of the erroneous misinterpretation, and the cable was subsequently replaced.